PURPOSE: To assign responsibility for proper maintenance of the Automated External Defibrillators (AEDs) located within Division of Police facilities.

POLICY: The Cleveland Division of Police shall routinely check the working condition of the AED machines located within its facilities and ensure that all AED machines are in proper ready condition.

PROCEDURES:

I. The officer-in-charge (OIC) of districts, bureaus, or units located in Division of Police facilities with AED machines shall ensure that performance checks are conducted. Division of Correction personnel will ensure that performance checks are conducted on AED machines located within Police Headquarters, excluding the AED located in the Gymnasium Unit.

II. AED performance checks shall be conducted at least once a month.

A. Performance checks and notations of the expiration of the pads and batteries shall be documented on the “Operator’s Checklist”.

B. If the LED message, on the handle of the AED, indicates anything other than “OK”, Emergency Medical Services (EMS) shall be notified immediately at 664-6029 or 664-2555, if previous number is not answered.

III. The Communications Control Section (CCS) shall be notified immediately if an AED is deployed and used for an emergency situation. CCS shall notify EMS and advise them of the use of the AED machine.

CDW/jeh
Policy Unit